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Objective. Separately addressing the fatigue resistance (ISO 14801, evaluation of ﬁnal product)
and aging behavior (ISO 13356, standardized sample) of oral implants made from yttria-
stabilized zirconia proved to be insufﬁcient in verifying their long-term stability, since (1)
implant processing is known to signiﬁcantly inﬂuence transformation kinetics and (2) aging,
up  from a certain level, is liable to decrease fatigue resistance. Therefore, the aim of this
investigation was to apply a new testing protocol considering environmental conditions
adequately inducing aging during dynamic fatigue.
Methods. Zirconia implants were dynamically loaded (107 cycles), hydrothermally aged
(85◦, 60 days) or subjected to both treatments simultaneously. Subsequent, monoclinic
intensity ratios (Xm) were obtained by locally resolved X-ray microdiffraction (-XRD2).
Transformation propagation was monitored at cross-sections by -Raman spectroscopy and
scanning electron microscopy (SEM). Finally, implants were statically loaded to fracture.
Linear regression models (fracture load) and mixed models (Xm) were used for statistical
analyses.
Results. All treatments resulted in increased fracture load (p ≤ 0.005), indicating the for-
mation of transformation induced compressive stresses around surface defects during
all  treatment modalities. However, only hydrothermal and combinational treatment were
found to increase Xm (p < 0.001). No change in Xm was observed for solely dynamically loaded
samples (p ≥ 0.524). Depending on the variable observed, a monoclinic layer thickness of
1–2  m (SEM) or 6–8 m (Raman spectroscopy) was measured at surfaces exposed to water
during treatments.
∗ Corresponding author. Fax: +49 761 270 49250.
E-mail address: benedikt.spies@uniklinik-freiburg.de (B.C. Spies).
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Signiﬁcance. Hydrothermal aging was successfully induced during dynamic fatigue. There-
fore, the presented setup might serve as reference protocol for ensuring pre-clinically
long-term reliability of zirconia oral implants.
© 2017 The Academy of Dental Materials. Published by Elsevier Ltd. All rights reserved.
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i.  Introduction
ased on well-documented clinical outcome, oral implants
ade from titanium are a valid treatment option in patients
are when replacing missing or deteriorated teeth [1]. For
atients opposing metals, oral implants made from poly-
rystalline zirconium dioxide represent the only nowadays
vailable alternative [2]. Zirconium dioxide (ZrO2, zirco-
ia) presents the phenomenon of allotropy, characterized
y temperature-dependent crystal structures [3]. When sta-
ilizing the tetragonal phase at room temperature, the
olymorphous character of zirconia allows for stress-induced
hase transformation toughening (PTT) [4]. This involves the
ransformation of metastable tetragonal crystallites to the
onoclinic phase in the crack tip stress ﬁeld. T–m transfor-
ation is accompanied by volume expansion and induces
ompressive stress in the zirconia matrix, acting to resist crack
ropagation. Yttria-stabilized tetragonal zirconia (Y-TZP) is
herefore known as ceramic material with comparatively high
racture toughness and strength [5]. On the other hand, a
otentially serious limitation of stabilized zirconia for its
pplication in the oral environment was discovered: Y-TZP is
rone to low temperature degradation (LTD; “aging”) in pres-
nce of water vapor [6]. In contrast to stress-triggered PTT, LTD
s deﬁned as spontaneous and progressive t–m transforma-
ion at low temperatures in the presence of water molecules.
nce started, phase transformation continuously progresses
rom the surface into the volume in a layer-by-layer manner,
ollowing a linear time law [7]. Aging can result in intergranu-
ar micro-cracking, surface-roughening and, up from a certain
evel, in reduced strength [8]. Finally, PTT and LTD are based
pon the same phenomenon and using Y-TZP for the fab-
ication of biomedical implants, one might not exploit the
dvantage of the former without being exposed to the risk
f the latter. To date, it is unclear whether LTD is of clini-
al relevance when using Y-TZP as dental implant material.
iven the importance of aging kinetics and fatigue resistance
f Y-TZP implants, a testing protocol should account for the
peciﬁc brittle nature of ceramics and the speciﬁc behavior
f zirconia in terms of phase transformation [9]. To date, two
eparate international ISO standards are available: ISO 13356
mposes that a maximum of 25 wt% of monoclinic phase is
resent in test specimens after an accelerated aging test (5 h
t 134 ◦C in a humid atmosphere with an air pressure of
.2 MPa)  [10], whereas ISO 14801 requires a dynamic loading
rocedure subjecting the implants to different loads, to ﬁnally
btain a fatigue resistance curve [11]. Regrettably, only the
atter standard evaluates the “market-ready” product but it
isses to provide any environmental condition that induces
ging. Several hundred failures of hip prosthesis reported
n a short time period might have shown that this can beconsidered irresponsible [12]. ISO 13356 prescribes the eval-
uation of test specimens with a simpliﬁed geometry (bending
bars) and a polished surface. However, complex geometries
as well as post-processing steps like micro-roughening to
enhance osseointegration are known to signiﬁcantly compro-
mise the mechanical properties and, even more  important,
accelerate the aging kinetics [13]. In conclusion, ISO 13356
does not account for the real transformation rate of samples
with roughened surface and a non-porous bulk [9]. Even if
experimental methods to predict and simulate LTD in a given
zirconia ceramic are deemed to be highly accurate [7,14], the
impact on reliability of ﬁnal implant designs in combination
with stress-inducing dynamic fatigue has not yet been evalu-
ated. There is no standardized protocol available, allowing to
assess the effect of aging and simultaneous dynamic fatigue
on the mechanical properties of a given type of implant. For
instance, an escalating effect of spontaneous (LTD) and stress-
triggered (PTT) t–m transformation (e.g. when implants are
subjected to dynamic load in the humid environment of the
oral cavity) might be possible.
Therefore, the purpose of the present investigation was to
measure the amount of phase transformation, either induced
by applied mechanical stress or spontaneously occurring dur-
ing a hydrothermal treatment, and evaluate its impact on
the fracture strength of a screw-retained zirconia prototype
implant produced by ceramic injection-molding. The issue of
a potential escalating effect of both phenomena should be
addressed.
2.  Materials  and  methods
2.1.  Sequence  of  experimental  procedures
A total of 32 implants were used for the experiment and
divided into four groups of eight samples each. Three groups
(hereinafter referred to as “test groups”) were subjected
to treatments, intended to induce phase transformation:
two groups were either mechanically loaded in a chewing-
simulator (ZM) or aged by means of a hydrothermal treatment
(ZH), whereas the third group underwent both mentioned
treatments simultaneously (ZMH). The remaining zirconia
group received no treatment (ZN) and served as reference
for comparison. Subsequently, phase transformation of all
zirconia groups was evaluated by locally resolved X-ray
microdiffraction (-XRD2) at 4 different surface positions per
sample (n = 32). Furthermore, a cross-section of one sample
per test group was evaluated by Raman spectroscopy and
scanning electron microscopy (n = 3). Except for the three
implants used for cross-sections, all implants were ﬁnally
loaded to fracture in a static loading test and statistically
analyzed.
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Fig. 1 – The investigational zirconia implants (a) were embedded into PEEK tubes according to ISO 14801 (b). Marked areas at
lize implant/abutment surfaces (a) and at cross-sections (c) visua
2.2.  Investigational  zirconia  implants
The zirconia implants were produced by means of ceramic
injection-molding (CIM; Prototype development: Cera M
GmbH, Wertheim, Germany; Prototype production: Maxon
Motor GmbH, Sexau, Germany; Powder: Grade TZ-3Y-E,
Tosoh, Tokyo, Japan) and consisted of an endosseous part
and a screw-retained abutment (anodized grade 5 titanium
screw with anti-rotational protection). The screw-shaped
endosseous part was micro-roughened by acid etching,
4.1 mm in diameter, 10.0 mm in length and destined for instal-
lation on bone-level (Fig. 1a). The abutment consisted of a
concave-shaped transgingival part (gingival height [GH] of
3.0 mm)  and a tapered part to be exposed to the oral cav-
ity (5 mm in height). The abutment screws were tightened
at 25 Ncm and, additionally, retightened 10 min  after the ini-
tial torque application to counteract a possible reduction in
preload [15].
2.3.  Embedding  procedure
The embedding procedure (according to ISO 14801, Fig. 1b)
was already described in detail in a precedent publication [16].
The abutments were equipped with individually machined
stainless steel jigs to realize a standardized application of
force. For the dynamic and static loading test, all samples
were mounted into sample holders at 30◦ angulation with
respect to the vertical axis. For SEM analyses and Raman spec-
troscopy measurements, samples were embedded in epoxide
resin (Araldite 2020, Huntsman Advanced Materials GmbH,
Basel, Switzerland) and subsequently cut in half on a precision
sectioning saw with a 0,5 mm bronze-bonded diamond saw-
ing blade (Isomet 1000, Buehler GmbH, Duesseldorf, Germany).
The embedded and sectioned implants (Fig. 1c) were ground
and polished with diamonds and ﬁnally polished with a col-
loidal silica suspension (Struers Rotopol-22 equipped with
Struers Rotoforce-4, Struers, Denmark).the spots for -XRD2 (a) and Raman/SEM (c) measurements.
2.4.  Dynamic  loading  test  (“mechanical  treatment”)
A schematic drawing of the simulation device and its exact set-
ting were described earlier [16]. The implants were subjected
to 10 million loading cycles. This aimed to simulate 10–40
years of loading in vivo, depending on the underlying data for
extrapolation suggesting 240,000 up to 1,000,000 chewing con-
tacts per year [17–20]. A load of 98 N (10 kg) was applied on
the highest point to the horizontal of the angulated steel jig.
Loading consisted of combined vertical and horizontal forces,
representing an approximation to the physiological mastica-
tory cycle of axial pressure and horizontal shear. The loading
frequency was set at 2 Hz. During the entire loading period,
samples were examined twice a day. Approximately 60 days
were necessary to ﬁnish the entire 10 million loading cycles of
each group.
2.5.  Accelerated  aging  (“hydrothermal  treatment”)
Most of the available studies addressing aging kinetics of
zirconia ceramics are based on the m-ZrO2 volume fraction
(Vm) measured on the sample surface by XRD after differ-
ent time and temperature conditions [14] and a subsequent
ﬁtting of the gathered sigmoidal curves according to the
Mehl–Avrami–Johnson (MAJ) equation [21]
Vm (t) = 1 − exp
[
−(b · t)n
]
, (1)
where n is a parameter related to the geometry of the trans-
formation [22] and b a kinetic parameter [14] that follows the
Arrhenius law
b (T) = b0 exp
(−Q
RT
)
, (2)where b0 is a constant, R (J/mol K) is the universal gas constant,
T (K) the absolute aging temperature and Q (J/mol) the activa-
tion energy of hydrothermal aging. However, the monoclinic
layer thickness (Lm) was found to be better suited for monitor-
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ng zirconia’s aging kinetics than Vm obtained from the sample
urface. Moreover, linear aging kinetics were reported,
m (t) = S · t (3)
uestioning the shape of the transformation front in the MAJ
inetic model as mentioned above. The kinetic parameter S
m/h) can be derived from a plot of Lm as a function of the
ging time for different temperatures. Assuming that S follows
he Arrhenius equation,
(T) = S0 exp
(−Q
RT
)
, (4)
he apparent activation energy and the aging kinetics at dif-
erent temperatures can be derived from a ln(S) vs. 1/T plot.
or the present experiment, Q was taken as 104 kJ mol−1, as
eported for the same starting powder [23]. From here, it can be
alculated that the same Lm can be reached for different time
nd temperature conditions ((t1, T1) and (t2, T2)), that verify:
1 exp
(−Q
RT1
)
= t2 exp
(−Q
RT2
)
, (5)
hich translates in
t1
t2
= exp
(
Q
R
(
1
T1
− 1
T2
))
, (6)
r in
1
T2
= 1
T1
− R
Q
ln
t1
t2
. (7)
Since it was aimed to perform hydrothermal and mechan-
cal treatment simultaneously, t2 was predeﬁned (t2 = 60 days,
eeded for 10 million chewing cycles at 2 Hz with interruptions
hen examining the implants). Therefore, the environmental
emperature during the dynamic loading test had to be calcu-
ated so that 60 days correspond to 40 years of aging (t1 = 14600
ays) in vivo at 37 ◦C (T1=310 K). One can apply Eq. (7) to deter-
ine this temperature, resulting in T2 = 85 ◦C. Therefore, when
oading the ZMH  samples, the sample chambers of the chew-
ng simulator were ﬁlled with water, set at a temperature 85 ◦C.
he ZH samples were stored in the same chambers without
oading contacts.
.6.  -XRD2 measurements
hase analysis was carried out on different surface positions
implant shoulder, internal abutment-connection, transgin-
ival and oral part of abutment; Fig. 1a) on the tensile side
loading side) of implants and abutments using a Bruker D8
iscover GADDS-microdiffractometer with a Co-sealed tube
unning at 30 kV/30 mA,  a primary monochromator for K-
adiation and a 500 m monocapillary optic with a 300 m
inhole, which results in a beam diameter of 300 m [24]. The
arge 2D detector (Bruker VÅNTEC-500) with an angular cov-
rage of 40◦ in both 2 and  was set to a ﬁxed position of 25◦,
ielding an angle range 15 ≤ 2 ≤ 55◦. The measurement time
or each diffractogram was 120 s.
In order to compare the degree of phase transformation
fter the different treatments, integrated intensity ratios Xm( 2 0 1 7 ) 954–965 957
were calculated from the diffractograms according to Garvie
and Nicholson [25].
2.7.  SEM  measurements
The samples were coated with carbon and studied with a
ﬁeld emission scanning electron microscope (Jeol JSM-7800F,
Japan).
2.8.  Raman  spectroscopy  measurements
Raman maps were collected on cross-sectioned samples on
positions analogous to the -XRD2 analyses (Fig. 1c) in the
back-scattering conﬁguration using an InVia Raman micro-
scope (Renishaw plc, Wotton-under-Edge, UK) equipped with
a high-power 785 nm near infrared diode laser (Toptica Pho-
tonics AG, Germany) delivering 240 mW of laser power to the
sample (×50 objective, N.A. 0.9). Under such conditions, the
lateral resolution was about 1 m.  A 1800 l/mm grating yielded
a spectral resolution of 4 cm−1. A thermoelectrically cooled
charge coupled device (CCD) camera was used for detection.
The spectrograph was calibrated using the lines of a Ne lamp.
Raman data analysis for the tetragonal–monoclinic content
was performed with the R software environment for statisti-
cal computing using a Partial Least Square subroutine (pls);
the results for the phase distribution presented in the Raman
maps were also tested against the well-known formula of
Clarke and Adar [26]. The agreement between the two meth-
ods was in the range of 5% with respect to each other.
2.9.  Static  loading  test
With exception of three samples used for Raman spectroscopy
measurements, all samples that survived the dynamic loading
procedure were subsequently loaded to fracture using a static
material testing machine (Zwick, Z010/TN2S, Ulm, Germany)
[16]. Before loading to failure, abutment screws were retight-
ened.
2.10.  Fracture  analysis
Typical fracture patterns were visualized by scanning electron
microscopy (LEO435VP, Zeiss, Oberkochen, Germany) to eval-
uate crack morphology and identify failure origins. Samples
were sputter coated with AuPd for 60 s at 60 mA (SCD050; Leica
Microsystems, Wetzlar, Germany).
2.11.  Statistical  analyses
Implant fracture, either during dynamic loading or subse-
quently in the static loading test, was declared to be the
primary endpoint of the present investigation. Using a sam-
ple size of n = 7 per group (one sample per group was used for
cross-sections) and an expected standard deviation of approx-
imately 170 N for the fracture load [16] a mean difference of
about 12% between the groups could be detected with a power
of 80%. For a descriptive analysis of the gathered data (fracture
load and Xm), means, medians and standard deviations were
computed. For overall analyses, linear regression models were
used. For analysis of the fracture load, t-tests were used for
958  d e n t a l m a t e r i a l s 3 3 ( 2 0 1 7 ) 954–965
Fig. 2 – Boxplots of the calculated monoclinic phase ratio (Xm) measured by -XRD2 at 4 different surface positions (implant,
internal abutment-connection, transgingival and oral part of abutment) of different groups (ZN, ZM,  ZH and ZMH). The
results of the statistical analysis (linear mixed  models) can be found in the grey shaded area: *Surface position with
signiﬁcantly different Xm compared to other surface positions within a group;  Corresponding surface positions across groups
e lewithout signiﬁcantly different Xm were  marked with the sam
pairwise comparisons of groups. The method of “Bonferroni”
was applied to correct for the multiple testing problem. When
analyzing the Xm values, linear mixed models were ﬁtted with
random intercepts for each sample. In consequence of four
measurement positions per sample the samples were consid-
ered as clusters. Multiple pairwise comparisons of different
positions within the groups and of corresponding positions
across groups were done. Therefore, Scheffé’s method was
applied to correct for the multiple testing problem. The level
of signiﬁcance was set at p < 0.05. The calculations were per-
formed with the statistical software STATA 14 (StataCorp LP,
College Station, Texas, USA).
3.  Results
3.1.  Dynamic  loading  test
The exerted bending moment during the dynamic loading pro-
cedure was calculated by multiplication of the applied loading
force with the lever arm according to the equation
M = y · F = sin  ˛ · l · F (8)
where y is the lever arm,  ˛ the angle between longitudinal
implant axis and loading direction and l the distance from
embedding plane to loading center. According to ISO 14801
(Fig. 1b), the dynamically applied load of F = 98 N resulted in
an exerted bending moment of M = 53.9 Ncm. All implants
survived the dynamic loading test.tter (a–h).
3.2.  -XRD2 measurements
Boxplots of the mean integrated intensity ratio Xm of evalu-
ated surface positions are shown in Fig. 2. Within ZN samples,
signiﬁcantly higher Xm values were calculated at the internal
abutment-connection (p < 0.001). This effect can be attributed
to mechanical post-processing after sintering. Within ZH and
ZMH samples, signiﬁcantly reduced Xm values were observed
at the internal abutment-connection (p ≤ 0.043), suggesting a
water-shielding effect in that area of some samples. When
comparing corresponding surface positions across groups,
no signiﬁcant difference between ZN versus ZM samples
and between ZH versus ZMH samples could be calculated
(p ≥ 0.154). Compared to ZN and ZM samples, signiﬁcantly
increased Xm values were found for all corresponding sur-
face positions of ZH and ZMH samples (p < 0.001). In brief, only
hydrothermal treatment (either alone or in combination with
mechanical treatment) was found to signiﬁcantly increase Xm.
3.3.  Scanning  electron  microscopy
A scanning electron microscope (SEM) was used to mea-
sure the depth of the monoclinic layer formed during the
treatments, which is not directly obtained from the XRD
measurements. Fig. 3 shows exemplary images of cross-
sectioned samples, where a different contrast was obtained
from the grains transformed at the surface compared to
mainly unaffected grains below. A damaged monoclinic layer
of 1–2 m is visible at the sample surface of the hydrother-
mally treated samples (ZH, ZMH), showing intergranular
micro-cracks caused by the phase transformation. The solely
mechanically treated sample (ZM) shows a signiﬁcantly
reduced monoclinic surface layer of the width of 1–2 grains.
One can ﬁnd several presumably partially transformed grains
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Fig. 3 – Exemplary micrographs of the cross-sectioned ZH (left), ZMH  (central) and ZM (right) samples (20000× magniﬁcation;
location: implant shoulder), showing the martensitic structure of the monoclinic grains and intergranular micro-cracks in
the superﬁcial transformed layer and mainly unaffected tetragonal grains below. One can ﬁnd several presumably partially
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elow the most obvious monoclinic layer presenting hints of
winnings/martensitic patterns even well below the obvious,
hough, irregular, border separating the surface transformed
ayer from the internal region.
.4.  Raman  spectroscopy  measurements
ig. 4 shows representative cross-section mappings of three
est group samples produced by -Raman spectroscopy. Areas
f measurement can be seen in Fig. 1c. Monoclinic volume
raction (%) exempliﬁed by Raman spectra of the selected spots
s visible from the colored bar at the right side of the maps.
he border between the transformed and untransformed zone
uggests a penetration depth of the monoclinic phase of
pproximately 6–8 m.  Again, no distinct phase transforma-
ion could be detected at the sample surface when analyzing
he mappings of the cross-sectioned ZM sample and at the
nternal abutment-connection of all samples, in substantial
greement with the ﬁndings of the -XRD2 measurements.
.5.  Static  loading  test
racture load values can be found in Table 1. Compared to ZN,
ll treatments of zirconia implants (ZM, ZH, ZMH) resulted
n signiﬁcantly increased fracture load (p ≤ 0.0054). No statis-
ically signiﬁcant difference within the test groups (ZM, ZH,
MH; p ≥ 0.087) could be observed.
.6.  Fracture  analysis
wo different fracture patterns could be observed (Fig. 5). All
H and most of the ZM samples (6/7) fractured horizontally
perpendicular to the implant axis), with crack initiation at the
alley of a thread approximately 0.5 mm below the embedding
aterial on the loading side (‘fracture pattern 1’; Fig. 5a–d).
n contrast, for most of ZMH  samples (5/6) fracture origin was
bserved at both sides of the implant shoulder with a direction
f crack propagation along the implant axis (“fracture pattern
”; Fig. 5e/f). Fracture pattern (p = 0.018; 1 > 2) showed to have
igniﬁcant inﬂuence on the exerted load at the time of implant
racture (two-sample t-test, Bonferroni-adjusted). This did notsenting hints of twinnings/martensitic patterns.
change when considering the inﬂuence of mechanical loading
and hydrothermal aging in a regression analysis.
4.  Discussion
The objectives of this study were (1) to evaluate the applied
treatment protocol designed to improve the currently avail-
able standards for the validation of dental implants made
from Y-TZP and (2) to investigate the mechanical long-term
reliability of an injection-molded two-piece zirconia implant.
4.1.  Lifetime  prediction  derived  from  accelerated  aging
Since it is not feasible to perform long-term aging tests of
more than 10 years at body temperature, accelerated tests like
the hydrothermal treatment applied in the present investi-
gation are commonly used for extrapolating an estimate of
the transformation rate [27]. The underlying aging kinetics
and calculated constants were determined at intermediate
to high temperatures ranging from 70 to 300 ◦C and rely on
the assumption that the transformation rate follows the same
Arrhenius-like trend down to body temperature [28]. However,
some authors already assumed faster transformation rates at
reduced temperatures than those derived from experiments
in the above mentioned temperature range [29,30]. Since the
temperature appears in the exponential term of the Arrhe-
nius equation (Eqs. (2), (4)), even a small temperature decrease
from 134 ◦C (as required by ISO 13356) to 85 ◦C will make the
extrapolation to even lower temperatures (body temperature)
more  acceptable. Furthermore, reduced-temperature experi-
ments need no application of pressure. As already mentioned,
the calculated temperature of 85 ◦C for the hydrothermal treat-
ment in our experiment aimed to simulate 40 years of aging
in situ in a given 60-day period, assuming an activation energy
of 104 kJ mol−1. Nevertheless, the uncertainty of the predicted
transformation times derived from an activation energy can
be remarkably high, given that the activation energy appears
at the exponent of the Arrhenius expression. The performed
hydrothermal aging simulation might, however, be regarded
a reasonable trade-off, considering both the objection of a
potentially faster transformation rate at temperatures below
960  d e n t a l m a t e r i a l s 3 3 ( 2 0 1 7 ) 954–965
Fig. 4 – Representative quantitative Raman spectroscopy maps of cross-sectioned ZH (a, oral part of abutment), ZM (b,
transgingival part of abutment) and ZMH  (c, implant shoulder; d, internal abutment-connection) samples (spot size is 1 m
ted in height and 5 m in width; m-ZrO2 fraction [%] was calcula
the current “standard” of 134 ◦C and the impossibility of real-
time evaluation.
4.2.  Lifetime  prediction  derived  from  dynamic  loading
Commercially available chewing simulation devices try to
approach the clinical situation by simulating oral parame-
ters such as chewing force (amount, frequency), moisture or
lateral jaw motion [20]. Unfortunately, there are no gener-
ally accepted values available on how to set the mentioned
Table 1 – Average values for load and bending moment at fractu
implant fracture in the static loading test) for the different grou
comparison, t-test, Bonferroni adjusted) are listed in the colum
Group n
mean SD 
ZN 8 656 74 
ZM 7 1008 216 
ZH 7 1134 213 
ZMH 6 877 36 with the formula of Clarke and Adar).
parameters and standardization appears to be out of reach.
Like already mentioned before, there exists no sound clinical
data on the number and frequency of chewing contacts per-
formed by humans in their natural environment. Concerning
the amount of 10 million loading contacts performed in the
present investigation, one can only assume a lifetime estimate
in the range of 10–40 years [17,19]. In contrast, there are clin-
ical data available on the exerted bending moment on dental
implants in vivo during mastication, measured with the help of
strain gauges attached to implant abutments. Depending on
re (load and calculated bending moment at the time of
ps. Signiﬁcantly different values/groups (pairwise
n “Signiﬁcance”. One ZMH  sample was lost.
mean SD
363 41 ZM, ZH, ZMH
555 119 ZN
624 117 ZN
482 20 ZN
d e n t a l m a t e r i a l s 3 3 ( 2 0 1 7 ) 954–965 961
Fig. 5 – SEM image of the two types of observed fracture patterns (a–d: pattern 1; e/f: pattern 2). Fractographic features like a
mirror zone (“M”), micro-ﬁne texture hackles (“H”), arrest lines (“AL”) and compression curl (“CC”) are indicating the
direction of crack propagation (“dcp”). Image (b) shows the fragment of (a). Images (c/d) show the fracture origin of (a). The
d
t
r
c
dotted lines in (c/e) contour the magniﬁed sections of (d/f).
he investigation and chosen food, mean bending moments
anging from 5 to 27 Ncm were recorded during physiological
hewing activity with peak values up to 95 Ncm [31]. Thus, the
ynamically applied load of 54 Ncm in the present investiga-tion was chosen to be twice as high as the highest reported
average and might be regarded adequate even when claiming
a worst-case scenario.
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Fig. 6 – Arrhenius plots of ln(S) vs. 1000/T from comparable literature data allowing the extrapolation of aging kinetics to a
body temperature of 37 ◦C and the experimental temperature of 85 ◦C (Table 2).4.3.  Suitability  of  XRD  for  quantiﬁcation  of  monoclinic
phase at  zirconia  implant  surfaces
X-ray diffraction is generally known as the golden standard
technique to investigate crystallographic differences like the
one of interest in the present investigation (i.e., between the
t- and m-polymorphs of Y-TZP) [28]. As commonly applied in
the literature [9], the volume fraction of the monoclinic phase
Vm could have been derived after calculating the integrated
intensity ratio (Xm) using the formula of Toraya et al. [32]
Vm = P · Xm1 + (P − 1) · Xm (9)
who  experimentally determined P to be 1.311 for the
monoclinic–tetragonal ZrO2 system. Eq. (9) yields an inte-
grated average monoclinic volume percentage over the
penetration depth of the X-rays. However, this method for
quantiﬁcation has some major drawbacks for the evaluation of
implant surfaces since the calibration curve of Toraya et al. [32]
is based on homogeneous mixtures of ZrO2 powders with vari-
ous monoclinic–tetragonal ratio. As already mentioned before,
phase transformation during the low temperature degrada-
tion of zirconia starts on the surface and proceeds linearly
into the volume of the ceramic with time [7]. Thus, any mea-
surement spot on the surface of an aged Y-TZP part comprises
a surface layer of higher monoclinic content with an underly-
ing tetragonal layer of virtually inﬁnite thickness. Additionally,
the XRD patterns of investigated implants and abutments
exhibit a pronounced background in the lower angle region
(caused by their convex shape). It cannot be ruled out that
this leads to distorted results when determining the peak
area from which the intensity ratios are calculated. Therefore,
under the given conditions, calculation of Xm was only suitable
for comparison of different treatment effects, but might not be
appropriate for calculation of potentially misleading volume
fractions in percent. However, more  accurate techniques to
evaluate the penetration depth of phase transformation likeRaman spectroscopy or SEM imaging require cross-sectioning
of the samples, making them useless for subsequent fracture
tests. This, however, represented the ﬁnal measurement of the
present work. Therefore, -XRD2 measurements were used for
non-destructive data acquisition at different surface positions
of all samples to compare and statistically analyze treatment
effects.
4.4.  Raman  spectroscopy  of  cross-sectioned  implants
The characteristic maximum inferred information depth of
XRD measurements depends on the X-ray wavelength and
boundary condition. When the advancing layer front has
reached this maximum information depth of the X-ray beam,
no information on the further progress can be gathered.
Raman measurements at cross-sections are liable to discretize
the variation in composition within the diameter of the laser
spot. For evaluation of the penetration depth, Raman spec-
troscopy is, therefore, a far more  convenient method [33].
The Raman sampling depth in zirconia ceramics can reach
20 to more  than 50 m,  among other variables depending
on laser intensity, wavelength and objective lens [34]. There-
fore, Raman mappings are not affected by superﬁcial phase
transformation that may have occurred during the prepara-
tion process of the cross-sections, making this approach more
time and cost effective as when compared to focused ion beam
(FIB) sectioning with subsequent visualization of the transfor-
mation zone by SEM imaging. The observed penetration depth
of 6–8 m after a hydrothermal treatment at 85 ◦C for 60 days
is in accordance with extrapolated data from the nowadays
available literature (Fig. 6, Table 2) [23,35]. However, some data
(e.g. S = 0.5 m/y  at 37 ◦C) observed for samples aged at body
temperature indicate, that the performed aging procedure at
85 ◦C might not exactly correspond to 40 years of aging at 37 ◦C
[35,36]. Finally, one has to consider that most of the available
data were preferably measured on materials where a satura-
tion level was reached in order to have a clear change from
the monoclinic to the tetragonal phase [23]. Even if spot res-
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Table 2 – Extrapolated data (S [m/h] at 37/85 ◦C) gathered from the literature evaluating comparable powder
compositions likewise containing 0.25% of alumina (Fig. 11).
T (◦C) 1000/T (1/K) ln(S) S (m/h) S (m/year) m (60 days)
Zhang et al. [23] “P-0.25Al”  85 2,792 −5,542 0,00392 34,34 5,65
37 3,224 −10,964 0,00002 0,15
Chevalier et al. [13] 85 2,792 −6,569 0,00140 12,29 2,02
37 3,224 −11,514 0,00001 0,09
Keuper et al. [35] 85 2,792 −5,239 0,00531 46,49 7,64
37 3,224 −9,771 0,00006 0,50a
All data 85 2,792 −5,412 0,00446 39,11 6,43
37 3,224 −10,000 0,00005 0,40
a This value was measured at samples aged at body temperature and therefore not extrapolated.
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Zlution was high, the phase change occurred over a distance
f around 2 m (probably due to scattering, the spot size and
tep length). In the case of the present implant samples, where
o saturation was reached at the samples surfaces, it seems
o be difﬁcult to precisely determine the penetration depth
y solely Raman spectroscopy. Indeed Raman measurements
re more  suitable for evaluating a sort of t–m transition zone
ather than a clear-cut penetration depth (which inherently
ntails the idea of a discrete “quantistic” border).
.5.  Scanning  electron  microscopy  of  cross-sectioned
mplants
t a ﬁrst visual inspection, the monoclinic surface layer
bserved at the SEM images are thinner (1–2 m)  and mon-
clinic phase (t–m border) could be more  clearly distinguished
rom the tetragonal as when compared to the results gath-
red by Raman spectroscopy (6–8 m).  Albeit the ﬁnal word
bout micro-cracking can only be said by transmission elec-
ron microscopy (TEM), evident intergranular micro-cracks
ere not found in the area close to the t–m border (probably
ue to a lower volume expansion as a result of a none complete
ransformation) but frequently closer to the surface (larger
olume expansion due to a more  fully transformed mate-
ial), which seems to ﬁt quite well with the model presented
y Mun˜oz-Tabares et al. [37], suggesting a “transformation
ront” of several microns below a “spread” region in which Vm
ncreases dramatically to reach a “saturation” zone directly at
he samples surface. SEM imaging might therefore be capable
n precisely visualizing saturation and spread, whereas Raman
pectroscopy also visualizes a transformation front including
ingle and partially transformed grains, even if this limited
ransformation can have profound effect on the subsequent
ging [38,39]. As we  said, measuring the monoclinic layer
hickness seems to be a matter of how one deﬁnes the “trans-
ormation depth”: Up to a clearly visible t–m border (mostly
nﬂuencing the samples properties) or up to the last single
rains showing signs of transformation.
.6.  Final  static  loading  to  fractures mentioned in the results, all treatments resulted in signiﬁ-
antly increased fracture resistance. No signiﬁcant difference
n fracture strength between the treated samples (ZM, ZH,
MH) could be calculated. However, ZMH samples showeda reduced mean fracture load (877 N), albeit not statisti-
cally signiﬁcant, as when compared to the other treatments
(1008/1134 N; Table 1) and 5/6 samples showed a different
fracture pattern (Fig. 5e/f). Throughout groups, this fracture
pattern was found to be signiﬁcantly associated with reduced
fracture load. Assuming an implant surface with different
process related defect sizes or impurities, the largest defects
are thought to be responsible for the fracture load of non-
treated samples. Increased fracture load of hydrothermally
treated zirconia implants is thought to be attributed to the
detected transformed layer at the implant surface, inducing
an overall compressive stress on the surface tending to close
a potential advancing crack at existing surface defects. This
phenomenon is liable to cause an increase in strength of
the material and was described for the ﬁrst time nearly 30
years ago [40]. The same effect towards an increased strength
was observed by Sanon et al., when loading injection-molded
one-piece implants (likewise produced from grade TZ-3Y-E zir-
conia powder) to failure after different aging times at 134 ◦C
[9]. However, increased strength after an accelerated aging
treatment has to be considered speciﬁc for the evaluated pro-
totype implant of the present investigation and cannot be
taken as general rule for Y-TZP [16]. At some point when the
degradation process penetrates deeper into the material, the
contribution from the aging may instead cause the strength
of the same sample to be decreased [8]. Moreover, mechani-
cal treatment also resulted in increased strength. This might
be attributed to stress-induced transformation of only a few
single grains around defects where sufﬁciently high stresses
were reached for the phase transformation to occur during
the dynamic loading. Compared to a continuous monoclinic
surface layer, the transformation of just a few grains (liable
to create a local compressive stress) is extremely difﬁcult
to detect. The potential fracture initiating defects initially
present in the ZN samples may thus, after the mechanical
treatment, be subjected to local compressive stress virtually
reducing the size of these defects. When the ZM samples were
loaded to fracture, a higher load was needed in order to reach
the critical tensile stress for the crack to propagate, either
due to that the fracture was initiated from another smaller
defect or to overcome the local compressive stresses around
the originally fracture initiating defects. This can then explain
the increase of the fracture load obtained for the ZM samples
compared to ZN.
l s 3 
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4.7.  Suitability  of  the  experimental  setup  for  lifetime
estimation  of  zirconia  dental  implants
As mentioned before, the exact extrapolation of accelerated
aging and dynamic loading conditions to ﬁnally obtain a
lifetime estimation of a zirconia dental implant is still uncer-
tain. It is unclear whether one can assume an Arrhenius-like
trend in t–m transformation from the experimental tempera-
ture down  to body temperature and data on in vivo chewing
frequency are scarce. In contrast to the currently available
ISO standards (see above), the presented experimental setup
included horizontal shear forces as well as aging inducing
conditions during loading and should be liable to verify a
long-term mechanical reliability of a zirconia dental implant
of at least 10 years, even when assuming the most unfavor-
able data for extrapolation (1 million chewing cycles per year;
Q > 80 kJ mol−1, according to Eq. (7)). Since fracture load before
and after the applied artiﬁcial aging procedure represents the
most relevant factor for predicting mechanical reliability, it
should be considered the primary outcome and comprise a
“safety buffer” of at least 50% as when compared to maximum
in vivo loading forces on implants or teeth (maximum volun-
tary contraction or greatest clenching strength measured in
clinical trials was reported to be in the range of 350–400 N in
the molar region [41–43]). This results in a required fracture
load of at least 600 N. For “standard” pre-clinical evaluation of
mechanical long-term reliability (as it should be mandatorily
required), phase transformation measurements might be con-
sidered supplementary for fault tracing or when comparing
different materials or processing technologies.
4.8.  Reliability  of  the  evaluated  zirconia  implant
system
The presented and applied testing protocol aims to verify the
reliability of zirconia dental implants and to ﬁnally make a
recommendation on their safety for clinical application. The
mean applied loads in the ﬁnal fracture test ranged from 656
(ZN) to 1134 N (ZH). Those values are above the before deﬁned
benchmark of 600 N. Therefore, in the authors’ view, the
investigational bone-level zirconia prototype implant proved
sufﬁcient mechanical reliability to survive mastication in the
oral cavity long-term. Eight titanium implants of comparable
design (BEGO Semandos S non-sterile implants, REF 55543;
BEGO Implant systems, Bremen, Germany; 4.1 mm in diam-
eter and 10.0 mm in length) revealed a mean fracture load
in the same range (846 ± 62 N) when loaded to fracture under
identical conditions. However, the investigated zirconia proto-
type implant represented no ﬁnal and market-ready product
(e.g. experimental surface ﬁnish). Further changes in feed-
stock composition, processing, surface preparation or implant
design of this prototype need to be re-evaluated by the same
procedure.
5.  Conclusion1. In the presented experimental setup, phase transforma-
tion was only detectable after hydrothermally induced
aging. However, increased fracture load of solely dynam-3 ( 2 0 1 7 ) 954–965
ically loaded implants indicated localized stress-induced
transformation.
2. Currently applicable ISO standards are not addressing the
in vivo aging behavior of zirconia oral implants and thereby
missing to verify their safety pre-clinically. The presented
protocol might serve as a reference for the discussion on
how to specify the current standards. A re-worked standard
should include the exposure of (1) market-ready implants
to (2) lower aging temperatures in order to obtain more
reliable data and, furthermore, (3) simultaneous dynamic
fatigue at (4) prolonged loading/aging periods as when
compared to ISO 13356 and 14801.
3. Strength of the investigated zirconia prototype implant was
not reduced by aging, fatigue or simultaneous treatment.
However, results are highly speciﬁc and other implant sys-
tems (even if the zirconia starting powder is the same)
might show a complementary effect of simultaneous aging
and fatigue (like the present prototype showed in the
occurrence of a fracture pattern strongly associated with
reduced fracture load).
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